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Spin noise spectroscopy (SNS) is the perfect tool to investigate electron spin dynamics in semicon- 
ductors at thermal equilibrium. We simulate SNS measurements which utilize real-time fast Fourier 
transformation instead of an ordinary spectrum analyzer and show that ultrafast digitizers with low 
resolution enable surprisingly sensitive, high bandwidth SNS in the presence of strong optical background 
shot noise. The simulations reveal that optimized input load at the digitizer is crucial for efficient spin 
noise detection while the resolution of the digitizer, i.e., the bit depth, influences the sensitivity rather weakly. 



Spin noise spectroscopy (SNS) has emerged into a pow- 
erful tool to study the spin dynamics in quantum optics 
and solid-state physics under equilibrium conditions. 1,2 
The technique utilizes ever present spin fluctuations to 
measure the dynamics of spin ensembles via off-resonant 
optical Faraday rotation without disturbing the system. 
The technique is easy to use in atomic gases where the 
spin noise usually is of comparable size as optical shot 
noised The large spin noise signal in atomic gases re- 
sults from the long spin relaxation times and the sharp 
optical resonances. In semiconductors, typical spin relax- 
ation times are much shorter and the optical resonances 
are significantly broader resulting in a spin noise signal 
which is usually orders of magnitude lower than the opti- 
cal shot noise. As a consequence, SNS in semiconductors 
had not been demonstrated before 2005^ - more than 
20 years after its first implementation in atom optics. 1 
Nevertheless, already this first spin noise measurement 
on semiconductors indicated the huge advantage of SNS 
compared to the traditional optical probes which inher- 
ently disturb the system. 

The first SNS experiment on semiconductors was car- 
ried out with an electrical sweeping spectrum analyzer 
resulting in a poor signal-to- noise ratio despite long inte- 
gration times. This changed in 2007 by the introduction 
of real-time fast Fourier transformation (FFT) spectrum 
analyzers into SNS which optimized the data averaging 
and triggered the current success of SNS. 5 Real-time FFT 
analyzers are by orders of magnitude more efficient than 
sweeping spectrum analyzers since they allow simultane- 
ous detection of spin noise at all frequencies within the 
detection bandwidth and thus average over 100% of the 
measured data stream^ Nowadays, SNS employing real- 
time FFT is routinely used to study the spin dynamics 
in many bulk and low dimensional semiconductors^— 
However, the technique is limited to long spin dephasing 
times by the bandwidth of the detection system and in 
particular by the bandwidth of the electrical analog-to- 
digital (A/D) conversion via a digitizer. Up to now, most 
SNS experiments have been carried out on systems with 
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FIG. 1. (Color online) (a) Standard setup for semiconductor 
SNS. (b) Typical experimental spin noise power spectrum. 
The laser shot noise background is subtracted. 



spin dephasing rates below 100 MHz which can be accu- 
rately resolved by fast 16-bit digitizers i 5 '^ 8 ' 1 ^ 1 ' 12 Crooker 
et al. recently measured spin dephasing rates of a few 
100 MHz by means of a 1-GHz digitizer card with a 
lower effective resolution (sa 6 bit). 11 A universal appli- 
cation of semiconductor SNS, being relevant for techno- 
logical application of SNS& as well as for fundamental 
research^ certainly demands an extension of the avail- 
able bandwidth exceeding 1 GHz by at least one order 
of magnitude. Ultrafast digitizers with a corresponding 
bandwidth of up to 13 GHz are commercially available, 
but show an effective resolution as low as 4 bit at their 
maximum frequency. 

In this letter, we simulate realistic spin noise measure- 
ments to investigate to which extent the low bit depth 
of fast digitizers reduces the experimental sensitivity of 
SNS. As introduction, we first elucidate the typical ex- 
perimental SNS setup, spin noise spectrum, spin noise 
power, and background shot noise level. Figure Q] (a) de- 
picts the experimental SNS setup: Linear polarized probe 
light is transmitted through the sample and the acquired 
stochastic Faraday rotation is measured by means of a 
polarizing beam splitter and a balanced photo receiver. 
The time signal of the detector is seamlessly digitized, 
divided into blocks with fixed size of a power of two, and 
Fourier transformed. The resulting Fourier power spectra 
are added up for averaging. Figure [T](b) depicts a show- 
case experimental spin noise spectrum Ssn(/) [V 2 /Hz] 
measured in n-doped bulk GaAs at cryogenic tempera- 
tures. The Lorentzian line shape results from a mono- 
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FIG. 2. (Color online) (a) Input-output characteristics of a 
symmetric midrise digitizer (R — 3 bit), (b) Signal-to-noise 
ratio (SNR) of an exemplary simulated spin noise measure- 
ment with TV averages, (c) SNR/TV for different random num- 
ber sets; all other data in this letter is acquired by means of 
the same set of random numbers. 

exponential spin decay and is centered at the electron 
Larmor frequency /l of the precessing spins with a full 
width at half maximum proportional to the spin de- 
phasing rate T = 7twfwhm- The height of the spin 
noise peak S S n (/l) = 2P SN T" 1 (^P lascr ) 2 [V 2 /Hz] is 
determined by T and the Faraday rotation noise power 
-Psn [rad 2 ] , which in turn is given by the number and 
statistics of the probed spins and the detuning from the 
optical resonance^ The probe laser power is denoted by 
Piascr and the conversion gain of the detector by v [V/W] . 
Optical shot noise strongly contributes to the total ob- 
served noise signal as a white background noise with a 
power level Swn = 2^ 2 ftwiaserPiaser [V 2 /Hz] . 13 The low 
optical density as well as the high spin dephasing rates 
in semiconductors result in a very low ratio of peak spin 
noise density Ssn(/l) to the white background noise level 
Swn: V = Psn T -1 x P lascr /?iwi ascr . For typical semicon- 
ductor systems, 77 usually ranges from 10~ 2 to 10~ 4 and 
will be even smaller for prospective room temperature 
SNS measurements in n-type bulk GaAs (r ^> 1 GHz) 14 
or for SNS of a single electron spin in an optical cav- 
ity, where Pi asC r is as low as 10 /_iW at the balanced 
receiver! 1516 

Next, we simulate such SNS measurements for the case 
of low signal strength 77 and fast digitizers with low res- 
olution. The key figures of merit of a digitizer are the 
bit depth R and the sampling rate /s^ The sampling 
rate limits the bandwidth to B = /s/2 according to 
the Nyquist-Shannon theorem.! 18 ! 19 The bit depth de- 
fines the resolution of a digitizer. Figure [UJa) depicts the 
input-output characteristics of a uniform and symmet- 
ric midrise quantizer that is commonly employed in fast 
A/D converters. The digital output y of these digitizers 
deviates from the analog input signal a: by a quantization 
error q = y — x which results from the granularity and 
from the overload for |x| > x max . We set x max = 0.5 V 
throughout this letter. As long as q can be viewed as dis- 
tributed independently of x, the granularity results in a 
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FIG. 3. (Color online) (a) SNR/TV (TV = 10 8 ) as a function of 
bit depth for different voltage loads. The ratio of spin noise 
to shot noise is fixed to 77 = 256 x a 2 /ow N = 0.01. The 
solid lines are calculated by Eqs. (fTJ) and ([2]) and corrected 
for the statistic deviation from 0.01. The inset shows SNR/7V 
as a function of a superimposed DC signal /iwn revealing the 
effective 1-bit quantization at low input load, (b) SNR/iV 
(TV = 10 8 , ?7 = 256 x a 2 /own = 0.01) as a function of in- 
put load for different bit depths. The broken line gives the 
overload error and is extracted from the difference between 
the curve in (a) and the values from the simulations for 8 bit. 
The solid lines are calculated with these values for a q , ovcr in 
Eq. ©. 



standard deviation of q given by Bennett's formula where 
it is assumed that q is uniformly distributed and is lim- 
ited to —2~ R /2 < q < 2~ R /2, i.e., no overload occurs) 2 ^ 

a 9 , g ra„ = 2-^/712 V. (1) 

In the following simulation of the spin noise measure- 
ments, we systematically vary the bit depth of the dig- 
itizer and the voltage load at the digitizer input in or- 
der to study the influence of the A/D conversion on the 
experimental sensitivity of SNS. The input consists of 
TV x 1024 samples. The spin noise is represented by 
a sine waveform with amplitude a [V] and a fixed fre- 
quency /l = /s/8 which is added to random number 
generated white Gaussian background noise with zero 
mean and the standard deviation own [VJ^L The digi- 
tal data is produced by a simulated i?-bit digitizer cor- 
responding to Fig. [5] (a) and blocks of 1024 points are 
Fourier transformed via the FFT algorithm. The result- 
ing power spectra are averaged and yield the spin noise 
spectrum S(f) [V 2 /Hz] . The spin noise signal strength is 
measured by the signal-to-noise ratio (SNR) which is ex- 
tracted from the simulations as SNR = [S(/l) — Us] /&S, 
where /is and as denote the mean and standard devia- 
tion of S(f) with 0</<-B,/^/ L , respectively. All 
spin noise power is detected in a single frequency bin /l 
and the magnitude of the spin noise peak is given by 
Ssn(/l) = a 2 /2 x 512/i? on top of the shot noise floor 
of Swn = °wn/-®- All simulation data that is shown in 
this letter is acquired with fixed relative signal strength 



3 



V = 5'sn(/l)/5'wn = 256 x a 2 /a^ N = 0.01 since the 
following conclusions are independent of rj for i) <C 1. 
Keeping rj fix while varying o"vvn corresponds to simul- 
taneous amplification of spin noise and background noise 
by a voltage amplifier in the experiment. 

Figure[2](b) exemplarily shows the signal-to-noise ratio 
as a function of the averages N for a certain set of sim- 
ulation parameters. The signal-to-noise ratio increases 
linearly with N and the slope SNR/JV directly gives a 
measure for the detection sensitivity. Figure [5] (c) shows 
SNR/7V for several simulations with the same parameter 
set but with different seeds for the pseudo random num- 
ber generator. The theoretically expected mean value of 
0.01, which is derived below, is well within the error in- 
terval around the mean of Hsnr/n — 0.0099(3). In order 
to cope with the long computing times, we waive statistic 
averaging of the simulation results in the following and 
carry out all simulation runs with the same set of ran- 
dom numbers to ensure comparability between different 
parameters. 

Figure [3] (a) shows SNR/iV as a function of the bit 
depth R for 10 8 averages and different own- The sim- 
ulations reveal for an optimal input load of <7wn 
(1.1 ...0.2 V a significant decrease of the detection sensi- 
tivity only for R < 3 biti^ Lower than optimal input 
voltages effectively reduce the bit depth and the granu- 
lar quantization error becomes significant also for digitiz- 
ers with a nominally higher bit depth. Given Eq. (fTJ), the 
rather weak influence of the bit depth in Fig. [3] (a) may at 
first seem surprising. However, the white shot noise can 
be viewed as additive dither to the spin noise signal which 
helps to detect spin noise with an amplitude much smaller 
than the size of the least significant bit 2~ R V. The im- 
plications of such additive dither on quantization have 
already been subject of several investigations in informa- 
tion theory^— and were also considered in connection 
with data averaging^ - — However, especially the over- 
load errors, which can be important in SNS, have been 
greatly neglected so far. We want to point out that pur- 
posely adding noise in digital data averaging can under 
certain circumstances reduce the quantization error, how- 
ever, the white shot noise in semiconductor SNS is much 
higher than the optimal amount of dither^ i.e., optical 
shot noise is not a remedy but an obstacle in SNS. 

Next, we discuss the granular and the overload error 
in more detail. The standard deviation of the spin noise 
spectrum S is composed of contributions from the white 
optical shot noise <7wn> the granular quantization noise 
Cg, gran, and the overload noise a„ 
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The signal-to-noise ratio extracted from the simulations 
reads accordingly SNR = 256 a 2 /(Bag) x N. First, we 
point out that the linear increase of signal-to-noise ratio 
with N is found in the simulations for all tested parame- 
ter sets. Deviation from this linear behavior as reported 
in Ref. [3l] is not expected due to the larger amount of 



dither present in our simulations. We further confirmed 
the proportionality between the signal-to-noise ratio and 
a 2 in the simulations over four orders of magnitude from 
rj = 10 _1 to rj = 10~ 4 . The granular quantization error 
at lower bit depths is well modeled by Eq. (TTJ) (solid lines 
in Fig. [3] (a)). However, a significantly smaller quantiza- 
tion error in the simulations than in Bennett's formula is 
found at R — 1 bit or at effective 1-bit quantization in the 
case of low input load. This observation is not surpris- 
ing since the assumption for Eq. ([1} that the quantiza- 
tion error is independent of the input obviously collapses 
for 1-bit quantization^ We note that low input load at 
low bit rates results in effective 1-bit quantization, which 
theoretically shows a decent detection sensitivity. How- 
ever, this theoretical sensitivity is not of experimental 
relevance since even the smallest DC offset /iwn yields a 
drastic drop of the signal-to-noise ratio as visualized in 
the inset of Fig. [3J (a). On the other hand, input over- 
load, which becomes significant above own = 0.2. ..0.3V, 
equally destroys the efficiency of the spin noise detection 
even at high bit depth. Figure 0(b) depicts SNR/iV as 
a function of ctwn for different R. The overload error for 
8 bit (broken line) is extracted from the simulation results 
in conjunction with Eqs. (TTJ) and ([2]) and is in turn utilized 
for calculating SNR/7V for the different bit depths (solid 
lines), revealing that the overload error slightly depends 
on R. The optimal voltage load, which is found to be in- 
dependent of spin noise power, varies from own ~ 0.1 V 
(8 bit) to own ~ 0.3 V (2 bit). Interestingly, these val- 
ues coincide with the literature values for optimal load in 
the case of a normally distributed signal in the absence 
of dither 

In conclusion, we simulated spin noise measurements 
with FFT real-time data acquisition by means of a digi- 
tizer with low resolution and determined the optimal in- 
put load at the digitizer for efficient data averaging. The 
simulations prove that, at well chosen input load, fast 
A/D converters with few effective bits allow SNS with ex- 
cellent sensitivity. The simulations pave the way towards 
high bandwidth SNS with commercial ultrafast digitiz- 
ers exceeding frequencies of 10 GHz. The experimental 
bandwidth that is accordingly accessible with current 
technology is more than one order of magnitude larger 
than the highest currently demonstrated bandwidth. 34 
Such an increase in bandwidth erases one of the main 
obstacles of SNS and will allow, e.g., SNS on GaAs at 
room temperature and, consequently, spatially resolved 
three-dimensional, non-destructive doping concentration 
measurements at room temperature^ We want to point 
out, that the results of this letter apply in general to all 
similar experiments employing A/D conversion where a 
small signal with high bandwidth is detected in the pres- 
ence of strong background noise. 
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